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2 RMD Expedition 

 Overview  

 

The Resonance Mini-DOAS (RMD) Expedition software is designed to give the user the most flexible and 

pragmatic control center for all things related to remote gas measurements. Tailored specifically for the 

Expeditionôs hardware, the software provides the following features: 

 

¶ Selecting spectral regions for the DOAS algorithm 
 

¶ Spectrometer settings such as integration time and averages 
 

¶ Thermoelectric temperature set-point for the spectrometer 
 

¶ Pointing-and-Calibration-Assembly (PACA) control for scanning 
 

¶ Automatic dark acquisition and subtraction at a user-specified interval 
 

¶ GPS information and data logging for real-time location display in Google Earth 
 

¶ Data display (chart recorder) and export to an Excel-compatible format 
 

With this powerful control center, the Expedition becomes the most complete yet flexible platform for 

DOAS measurements ever constructed.  

This manualôs scope includes the Expeditionôs software only. For a detailed description of the 

Expeditionôs hardware, please refer to the systemôs separate hardware manual. 
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3 RMD Expedition 

Installation & Requirements 

 
 

The software can be installed on any PC running Windows XP, Vista, or 7 in both 32-bit and 64-bit 

modes. PC requirements are minimal - it can run on netbooks, laptops, and desktops with processors > 1 

GHz and 1 GB of RAM. It is recommended that a dual-core processor be used with 2 GB+ of RAM to 

ensure long sessions are not bottlenecked by the PCôs hardware. In order to successfully install the 

Expeditionôs software, please follow these steps: 

 

1. Choose the 32 or 64-bit version of the installation package depending on the system you wish to 
install it on. 
 

2. Make sure the PC is disconnected from both the instrumentôs USB ports. 
 

3. Within the installation package there will be numbered folders. Open the folders in order and 
install the executable packages within, following their respective instructions. 

 

4. Once all installation packages have been installed, reboot the PC. 
 

5. The Expedition software should now be installed and shortcuts to it can be found in the PCôs Start 
Menu and on the PCôs Desktop. 

 

6. Plug the PC into one of the Expeditionôs USB ports and power on the instrument. Windows 
should automatically detect the new hardware and install the appropriate drivers. When this has 
completed the software may be launched. 
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4 RMD Expedition 

Hardware Indicators 

 

The Expedition software establishes a connection with the hardware inside the main case and uses LED-

like indicators to report their status. Although each indicator has its own slightly different meaning, when 

they are all green there are no problems with the system.  

 

 

 

Fig. 1: The various hardware indicators along the top of the Expedition software. 
 

Refer to the chart below for a description of each indicator as they appear from left-to-right across the top 

of the software: 

Indicator Description 

External Power / Battery 
(Upper-Left) 

Reports the remaining battery percentage when running off battery, and 
ñExternal Powerò when plugged in to an external source. 

Input Voltage 
Displays the voltage of the DC power source, whether it be from the internal 
batteries, an External DC source, or an External AC source (which goes to an 
embedded inverter and is converted to DC) 

Voltage LED 

Red: Input voltage < 12 V (system power is off) 
Green: Input voltage > 12 V (system power on) 
 
The Expedition was designed to run from a DC source no lower than 12 V. This 
is primarily because the batteries are dead when they drop to 12 V from their 
nominal 16.8 V. This indicator shows whether the input voltage is above the 12 
V cut-off. The LED is green when the input voltage is higher than 12 V and red 
if the voltage has dropped below 12 V. If the system has entered a low-voltage 
state it must be reset since a master relay cuts off power to the TEC and laptop. 
To reset the system refer to the section Low-Voltage Shutoff 

TEC LED 

Red: TEC hot-side temperature > 70° C (TEC off) 
Green: TEC hot-side temperature < 70° C (TEC on) 
 
The TEC cooler for the spectrometer is a microcontroller-driven subsystem that 
actively communicates with the Expedition. It is responsible for maintaining the 
set-point temperature of the cold plate the spectrometer is mounted on. When 
communication is successful the LED is green. If the hot-side of the TEC rises 
above a critical temperature of 70° C the system will cut power to the TEC 
module and the LED indicator will turn red. In this case the user needs to wait 
for the hot-side to cool off before the TEC can be reset. Refer to the section 
Critical Temperature Shutoff for more information. 
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5 RMD Expedition 

Hardware Indicators (continued) 

 
 

  

Indicator Description 

Saturation LED 

Red: Spectral regions are saturating 
Green: No intensity saturation in spectral regions 
 
The Expedition software relies on an unsaturated signal from the spectrometer 
to perform the DOAS operations on incoming spectra to calculate gas 
concentration.  The software monitors the spectral regions used in the 
calculation and turns red if any pixelôs intensity within those regions reaches its 
maximum 16-bit value.  The indicator is otherwise green. 

Dark LED 

Orange: No reference has been taken 
Green: A dark has been taken 
 
This indicator serves as a reminder to the user that before useful concentration 
measurements can be reported, a dark spectrum needs to be taken.  This LED 
is orange when no dark has been taken and turns green when a dark is stored. 

Ref LED 

Orange: No reference has been taken 
Green: A reference has been taken 
 
This indicator serves as a reminder to the user that before a Tx spectrum needs 
to be taken.  This LED is orange when no reference has been taken and turns 
green when a reference is stored. 

GPS LED 

Red: No GPS location lock acquired 
Green: GPS location lock acquired 
 
This indicator lets the user know if a GPS lock has been attained.  It is green 
when a GPS location lock has been established and red if is searching for a 
lock. 

Status 
This text indicator can display useful information about any operation the 
Expedition is performing.  For example, the status changes from ñAcquiringéò 
to ñStoring Darkéò when a dark spectrum is being taken. 
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6 RMD Expedition 

Storing a Dark Spectrum 

 

Before concentration can be calculated, a dark spectrum must be stored to provide a suitable baseline. 

As its name suggests, this spectrum should be acquired when no light is allowed to enter the scanner 

head. To facilitate this process, a shutter is present on the scanner that blocks all light from entering the 

fibre. The user can command the system to take a dark spectrum by selecting the option on the top menu 

bar called ñ -Store Dark- ñ, which initiates a sequence of events: 

 

1. The shutter is moved in place to block light 
 

2. The software waits for the current acquisition period to end 
 

3. The software waits for another full acquisition period to finish 
 

4. This new spectrum is the dark spectrum and is copied memory 
 

5. The shutter is moved back out of the optical path 
 

The fact that the software must wait up to 2 full acquisition periods to store a dark means the delay varies 

with the set spectrometer integration time and averages. When a dark spectrum has successfully been 

acquired, its respective indicator light will change from orange to green. 

The software supports an automatic dark feature, where an interval can be set and a dark will 

automatically be taken at every interval. 

 

 

Fig. 2: The automatic dark settings on the main Recorder tab. 
 

The system also automatically takes a dark before and after every scan. 
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7 RMD Expedition 

Storing a Reference Spectrum 

 

In order to operate in transmission mode both a reference and dark spectrum are needed. Unlike the dark 

spectrum, however, a reference can be stored instantaneously at any time. When the menu item called ñ -

Store Reference- ñ is selected, the currently displayed spectrum is copied to memory and stored as the 

new reference. If no reference has been taken already, the ñRefò indicator light will change from orange to 

green. 
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8 RMD Expedition 

Spectrometer Tab 

 

This tab of the Expedition software gives you access to the systemôs spectrometer. 

 

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 3: The Expedition softwareôs Spectrometer tab. 
 

The software is synchronized with the acquisition rate of the spectrometer, which means the 

concentration calculations are performed only when a new spectrum has been acquired. The acquisition 

rate is a function of the integration time multiplied by the number of averages. The integration time sets 

the length of time the spectrometer is exposed to light and the number of averages set how many spectra 

are acquired by the spectrometer and then averaged together before outputting them. It should be noted 

that the software is limited to running at 500 ms intervals, so setting the integration time to 100 ms and 

averaging to 1, for example, will not result in a concentration calculation every 100 ms. Instead, the 

concentration is done on the last acquired spectrum every 500 ms. 

In addition to spectrometer averaging, a running average to the spectrum can also be applied for 

smoothing. The ñRunning Averagesò input governs this, and will apply the set number of averages to the 

spectra when the value is greater than 1; since 1 running average is the equivalent of no averaging. 

The middle of this tab also displays useful information about the spectrometer being used. This 

information is useful since different types of spectrometers are compatible with the same Expedition 

software thanks to Ocean Opticôs universal drivers. 
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9 RMD Expedition 

Spectrometer Right-Click Menu 

 

The user can access useful functions by means of a right-click context menu that can be activated by 

right-clicking anywhere on the spectrometer graph.  

 

 

 

 

 

 

 

 

 

 

 
Fig. 4: The Spectrometer tabôs right-click menu. 

 

Refer to the table below for a description of each menu item: 

Menu Item Description 

AutoScale Intensity Once 
Adjusts the graphôs Y-scale minimum and maximum to the 
minimum and maximum points of the currently displayed spectrum. 
This is only done once, so subsequent spectra may be off-scale. 

AutoScale Wavelength Once 
Adjusts the graphôs X-scale minimum and maximum to the 
minimum and maximum wavelengths of the currently displayed 
spectrum. This is only done once. 

Show Spectral Region Settings 

Shows a bar of input parameters for the spectral regions used by 
the DOAS algorithm to calculate concentration.  
 
Warning: Do not adjust these parameters if you do not know what 
they do ï it will break the systemôs calibration! 

Hide Spectral Region Settings Hides the bar of input parameters mentioned above. 

Tx Spectrum Mode Please refer to the section titled Tx Spectrum Mode 

Regular Spectrum Mode 
This returns the spectrometer graph to its regular Y-scale of -500 to 
66,000 for viewing raw spectra. 

Export Data to Clipboard Please refer to the section titled Exporting Data 

Export Data to Excel Please refer to the section titled Exporting Data 

Export Simplified Imageé Please refer to the section titled Exporting Data 
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10 RMD Expedition 

Spectral Region Settings 

 

 

*Warning* 

Changing these settings modifies the way in which concentration is calculated. Any changes to these 

settings will break the factory-calibration performed at Resonance Ltd. If you do not fully understand what 

these settings do it is recommended that you contact Resonance Ltd. for advice and guidance. 

 

 

If the spectral region settings are made visible via the spectrometer graphôs right-click menu, the user has 

access to the core parameters used by the DOAS algorithm to calculate concentration.  

 

 

 

 

 

 

 

 

 

 

Fig. 5: The spectral region settings visible above the spectrometer graph. 
 

These parameters also remain visible in the Recorder tab so some coefficients can easily be tweaked to 

calibrate the reported concentration. 

There are 9 available regions the user may set up and store. This flexibility allows for multiple gases to be 

configured separately from one another. The user can then choose which regions are used for the 

concentration calculation in the Recorder tab. Because tweaking and setting up the spectral regions are 

beyond the scope of this document, please contact Resonance Ltd. directly to speak with one of our 

spectroscopists. 
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11 RMD Expedition 

Tx Spectrum Mode 

 

Note: This mode can only be used if a dark and reference spectrum have been taken. 

 

This mode uses the reference and dark spectra to calculate a transmittance spectrum.   The 

spectrometerôs Y-scale is changed to accommodate the transmission spectrum which ranges from 0-1. 

Due to the possibility of values outside the 0 - 1 range from noise, the Y-scale is automatically set to 0.5 ï 

1.5.  

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 6: The ñTx Modeò active on the spectrometer graph. 
 

The transmission mode is necessary to spectroscopists for viewing the absorption of a particular gas in a 

given spectral region, which then allows for setting up narrow regions for the DOAS algorithm. For this 

reason the spectrometer preview graph in the Recorder tab also switches to ñTx Modeò when enabled. 
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12 RMD Expedition 

Storing Spectra 

 

One of the most useful tools available through the Expedition software is the ability to store and compare 

different spectra on the same graph. When the ñStore Spectrumò button is pressed, the software copies 

the currently displayed spectrum to memory, and assigns it a ñspectrum numberò (an index). Along with 

this index the date, time, integration time, and averages are also stored along with it. An unlimited amount 

of spectra can be stored in this way, but only 4 can be graphed simultaneously. There are 4 ñplotsò, and 

each can be assigned an index correlating to the desired stored spectrum.  

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 7: Multiple graphed spectra with the relevant settings section highlighted. 
 

The spectrum parameters for each plot can be viewed by selecting a radio button that correlates to the 

plot for which you want to see the information, and is displayed in the ñSpectrum Parametersò section. 

Each plot can be made invisible and also averaged independently. The visibility is controlled by 3 LEDs 

under the ñVis?ò column ï when the LED is bright green (on) its respective plot is visible. There is a 

master ñRunning Averagesò input that affects each plot if its respective checkbox is selected under the 

ñAvg?ò column.  

Comments may also be added to the stored spectra, but the comment can only be added at the time the 

spectrum is stored. Whatever is in the ñCommentò box is what is stored with the spectrum. The comment 

is saved in the spectraôs header information and will appear in the exported spectrum file. The comment 

can also be viewed for each spectrum. When the radio button for the ñSpectrum Parametersò is selected 

for a certain plot and therefore spectrum, its comment will appear in the comment box. 
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13 RMD Expedition 

Recorder Tab 

 

The Recorder tab is the default tab presented when the software is first loaded, and is the primary control 

center for operating the RMD Expedition. From this panel the user has access to a chart recorder which 

shows spectrometer temperature, dark pixels, and of course concentration. It can also display specific 

region intensities to aid in research. 

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 8: The Recorder tab with the spectrometer preview window visible. 
  

Overall the recorder graph can display 12 plots simultaneously. The first three plots are static, and are 

reserved for the average concentration, spectrometer temperature, and spectrometer dark pixels.  

The average concentration is calculated from the enabled spectral regions. Each region is set up to give a 

concentration reading on one specific, known wavelength peak for the gas being measured. To obtain a 

more accurate reading, multiple peaks are outlined with the ñSpectral Region Settingsò parameters. 

These regions are then averaged according to how many are selected in the ñRegions to Useò 

checkboxes found below the 12 plots in the bottom-left. The 9 plots available for graphing can be 

assigned to any one of the 36 available sub-regions labeled 1-Conc, 1-R1, 1-S etc. There are 4 sub-

regions that correspond for every one of the 9 available spectral regions; thatôs why the prefix ranges 

from 1- to 9-. A typical example of graphing multiple data would be to graph all the x-Conc sub-regions of 

the regions selected for the main, average concentration plot.  This lets you view each concentration as 

given by each spectral peak overlaid on the final averaged concentration. 
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14 RMD Expedition 

Recorder Tab (continued) 

 

The spectrometer temperature is acquired directly from the spectrometer itself, which has a built-in 

sensor.  

The dark pixels are optically blind ñdummyò pixels on the spectrometerôs CCD. They exist at the edge of 

the CCD and are averaged together to give an intensity reading which can be directly correlated to the 

dark current (and therefore noise) of the spectrometer. Controlling the spectrometerôs temperature in 

effect also should control the intensity of the dark pixels, since dark current correlates with temperature. 

Each of the 12 plots can be made invisible, and a running average can also be applied to each plot. The 

checkbox to the left of every plot toggles its visibility (checked = visible) and the ñRunning Averagesò box 

determines the sample length for the smoothing (where 1 running average = no averaging). 

 

 

 
Fig. 9: The Recorder tabôs plot controls. 

 

The software uses pre-allocated arrays of a fixed size to ensure memory issues do not cause slowdowns 

as the program acquires more and more data. This means the Recorder graph will only display a fixed 

number of acquisitions. The data array is a FIFO (First-In, First-Out) buffer of 8000 elements. The amount 

of historical data displayed, therefore, is a product of the array size and acquisition time (integration time * 

spectrometer averages). All data is automatically logged to a file with no limit (if Data Logging is enabled) 

so the 8000 limit only applies to exported data, where only a maximum of the last 8000 elements are 

written to a data file. 
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15 RMD Expedition 

Recorder Right-Click Menu 

 

The user can access useful functions by means of a right-click context menu that can be activated by 

right-clicking anywhere on the recorder graph.  

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 10: The Recorder tabôs right-click menu. 
 

Refer to the table below for a description of each menu item: 

Menu Item Description 

AutoScale Concentration Once 
Adjusts the graphôs concentration-Y-scale minimum and maximum 
to the minimum and maximum points of the currently displayed 
plots. This is only done once. 

AutoScale Intensity Once 
Adjusts the graphôs intensity-Y-scale minimum and maximum to the 
minimum and maximum points of the currently displayed plots. This 
is only done once. 

AutoScale Temperature Once 
Adjusts the graphôs temperature-Y-scale minimum and maximum to 
the minimum and maximum points of the currently displayed plots. 
This is only done once. 

AutoScale Time Once 
Adjusts the graphôs time (X-scale) minimum and maximum to the 
minimum and maximum points of the currently displayed plots. This 
is only done once. 

Clear Recorder 
Clears all memory of any recorded data thus far, and starts over - 
akin to a new application instance. 

Show Spectrometer Preview 
Shortens the width of the recorder graph to make room for a small 
spectrometer preview graph, such that both are visible on the same 
tab. 

Hide Spectrometer Preview 
Restores the recorder graph to its original width, and hides the 
small spectrometer preview graph. 
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16 RMD Expedition 

Recorder Right-Click Menu (continued) 

 

Menu Item Description 

Show Cursors 
Makes the cursor box visible in the recorderôs upper left corner.  
Cursors can be used to measure existing graphed data. 

Hide Cursors Hides the cursor box on the recorder graph 

Create Annotation 
Invokes a text-entry dialog to add an annotation to the recorder 
graph (See Recorder Annotations) 

Show Annotations Makes all annotations added to the recorder visible. 

Hide Annotations 
Hides all annotations added to the recorder visible 
Note: Newly added annotations will still appear 

Show Spectral Region Settings 

Shows a bar of input parameters for the spectral regions used by 
the DOAS algorithm to calculate concentration. 
Warning: Do not adjust these parameters if you do not know what 
they do ï it will break the systemôs calibration! 

Hide Spectral Region Settings Hides the bar of input parameters mentioned above. 

Export Data to Clipboard Please refer to the section titled Exporting Data 

Export Data to Excel Please refer to the section titled Exporting Data 

Export Simplified Imageé Please refer to the section titled Exporting Data 
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17 RMD Expedition 

Recorder Annotations 

  

Comments can be added to the recorder graph in the form of annotations. When the right-click menu 

function is pressed a pop-up dialog is presented that asks for text input. Once ñOKò is pressed the 

annotation is added directly onto the recorder graph. These annotations are saved when data is exported 

in their own column, and therefore become extremely useful for marking events.  

Existing annotations may be edited by right-clicking on the point itself to bring up a menu with options. 

Annotation color, style, point style, and line weight among other options can all be adjusted at any time. 

 

 

 

 
 
 
 
 
 
 
 
 
 
 

Fig. 11: The ñCreate Annotationò dialog and right-click edit menu . 
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18 RMD Expedition 

Spectrometer Preview Right Click Menu 

 

Menu Item Description 

AutoScale Intensity Once 
Adjusts the graphôs intensity-Y-scale minimum and 
maximum to the minimum and maximum points of the 
currently displayed plots. This is only done once. 

AutoScale Wavelength Once 
Adjusts the graphôs temperature-Y-scale minimum and 
maximum to the minimum and maximum points of the 
currently displayed plots. This is only done once. 

Hide Spectrometer Preview 
Restores the recorder graph to its original width, and 
hides the small spectrometer preview graph. 

Tx Spectrum Mode Please refer to the section titled Tx Spectrum Mode 

Regular Spectrum Mode 
This returns the spectrometer graph to its regular Y-scale 
of -500 to 66,000 for viewing raw spectra. 

Export Data to Clipboard Please refer to the section titled Exporting Data 

Export Data to Excel Please refer to the section titled Exporting Data 

Export Simplified Imageé Please refer to the section titled Exporting Data 

 

 

 

Graph Cursors 

 

To help with measurements and reading information from the recorder graph, a cursor panel can be 

made visible via the right-click menu on the graph.  

 

 

 
Fig. 12: The cursor panel and active cursors on the recorder graph. 

 

 

 

There are two cursors in the panel by default which can snap to any displayed plot. The cursors 

themselves can be deleted or created without any limits. Right-clicking on a cursor in the box invokes a 

menu that allows the user to completely customize the cursor itself, such as its colour, thickness, and 

style. 
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19 RMD Expedition 

Pointing and Calibration Assembly (PACA) Controls 

 

The Expedition has an automatic scanner which can sweep across an angular range for plume profiling 

etc. 

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 13: The Pointing-and-Calibration-Assembly (PACA) controls section. 
 

The scanner mirror position can be set using the ñScanner Angleò gauge, which serves as an indicator as 

well as a control. Simply drag the red needle to any angle between 0 and 180° and the scanner mirror will 

move to that angle. 90° is defined as straight up - if the scanner were lying on a level surface. You can 

also enter an exact angle in the input box directly below the gauge.  

For scanning operations, you need to specify a start angle, stop angle, and scan resolution. The scan 

direction depends on the start and end angles; a scan is always performed from start to end. The 

maximum resolution the scanner motor is accurate to is 0.25°. The resolution must be an even divisor to 

the start and end angles. The software checks for this and will not allow a scan to be performed until this 

criterion is met. The scan time indicator is calculated based on the spectrometer acquisition time and the 

number of scanning steps. When a scan is set up properly, simply press the ñStartò button below the 

gauge to initiate the scan. A progress bar shows the scan progress, and an indicator shows the remaining 

time left before the scan completes. At any time during a scan the ñStopò button can be pressed. Note 

that the scan can only be restarted and not resumed when ñStopò is pressed. 

There are a few toggles that modify the behavior of a scan available. When ñContinuous Scan?ò is 

checked, the start and end angles automatically switch when the scan completes and a new scan starts 

immediately. This effectively tells the system to continually sweep back and forth between two angles. 

When ñReset When Done?ò is checked in conjunction with ñContinuous Scan?ò, the scanner resets itself 

back to the start angle when a scan has finished and starts scanning again. The ñAnnotate Scans?ò 

checkbox governs whether comments are automatically added to the graph at the beginning and end of 

each scan, which can be very useful when perusing an exported data file and looking for interesting 

scans. 
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20 RMD Expedition 

TEC Controls 

 

The thermoelectric controller for the spectrometer is designed to accurately hold a specified temperature. 

There are three main temperature readings in the Expedition software: the spectrometer itself, the hot-

side of the TEC, and the cold-side of the TEC. The actual temperature set-point is for the cold-side, which 

means the spectrometer will always be warmer than this.  

 

 

 
Fig. 14: The TEC controls section of the Recorder tab. 

 

The TEC controls are very simple, and consist of a single temperature set-point, a power switch, and two 

temperature indicators for the hot & cold-sides. When the TEC switch is turned off, the TEC hardware 

indicator light will turn red to remind you it is off. As long as the hot-side temperature remains below 70° C 

the system will hold that temperature. If that temperature is exceeded the system shuts off power to the 

TEC and informs the user with a message dialog. 
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21 RMD Expedition 

GPS Tab 

 

The RMD Expedition is a complete platform for remote gas sensing and includes a built-in GPS system. 

This tab of the software is dedicated to location information and track-logging. 

 

 

 
Fig. 15: The GPS tab. 

 

 

 

 

 

 

 

 

 

 

From this tab the user can view position, course, speed, and altitude information. The speed and altitude 

units can be changed to a selection of units using the drop-down box to the right of the indicators. There 

is a speedometer present which can be useful for moving acquisitions, such as in a car looking straight up 

for plumes, and also a compass for the same reason.  

 

Note: The speed and course information is only available when the system is actually in motion, 

otherwise they remain fixed and will not update. 
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22 RMD Expedition 

KML File (Track-Log) & Google Earth 

 

The upper-right section of the GPS tab is dedicated to a track-log that is formatted as a *.kml file. All GPS 

information is already saved in the main data log, but a *.kml format has the benefit of being opened 

natively by Google Earth. This allows the Expedition software to pass GPS position information in real-

time directly to Google Earth, which results in a fully-functional moving-map system.  

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 16: Google Earth displaying a *.kml file loaded from the Expedition software. 
 

The ñPlacemark Nameò control sets the name of the beacon that appears in Google Earth, the ñView 

Altitudeò control sets the height of the viewpoint above the Earthôs surface, and ñView Tiltò specifies the 

angle from the earthôs normal the beacon is viewed. The ñFly to Viewò checkbox toggles whether or not 

Google Earth uses the previous 3 parameters to adjust the camera with every position update. The 

ñRotate View to Match Courseò is an additional viewpoint toggle for Google Earth that adjusts the map 

rotation such that ñupò is always the current heading of the beacon (when checked).  
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23 RMD Expedition 

Settings Tab 

 

This tab of the Expedition software is primarily for the error log, but it also contains some crucial functions 

such as the ñLog Dataò toggle. 

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Fig. 17: The Settings tab. 
 

The various working directories the software uses is also present here, which are described in the table 

below: 

 

Under ñOther Settingsò, there is also a colour box that is used to specify the system comment colour ï 

which are comments added by the system automatically and not by the user, such as the beginning and 

end of a scan. 

 

Directory Description 

Application Path The directory where the Expedition executable is installed. 

Data 
The ñdataò folder within the Application Directory used to store the sub-folders 
for Autologs, old Settings, and Error Logs 

Autologs 
A directory dedicated to the Autologs that are generated by the Expedition 
software. 

Old Settings 
A directory dedicated to backup or ñOldò settings files that are copied here 
each time ñSave Settingsò is selected in the ñFileò menu. 

Error Logs 
A directory dedicated to any error logs that are written while the Expedition 
software is running. 
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Data Logging 

  

One of the most important features of the Expedition software is its logging function. With every new 

acquisition new data is appended to an ñAutologò file that is stored by default in the ñAutologsò directory. 

This file uses the same format as the exported data file but with the advantage that it is being continually 

appended to instead of written all at once. This ensures that any software crash or interruption does not 

result in lost data. There is an option to turn data logging off in the settings tab, but this is not 

recommended by Resonance Ltd. 

 

 

 

Error Logging 

 

Another important Expedition software implementation is the automatic error logs that are written 

whenever errors or warnings occur. These logs are also prepended with a time-stamp and initiated on 

program startup, so there will always only be a maximum of one error log per software session. Under 

normal use these logs will probably never need to be examined, but in the case of debugging they can be 

invaluable for identifying problems. 
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Adjusting X & Y Scales 

 

X and Y scale adjustments are made simply by highlighting the maximum or minimum value on either 

scale and entering a new value. The graph instantly snaps to the new value when you press ñEnterò or 

leave its focus. 

 

 

 
Fig. 18: Changing the spectrometer graphôs maximum Y-scale value. 

 

For the recorder graph, however, the time (X-scale) has enhanced functionality. 

 

 

 
Fig. 19: The recorder graphôs enhanced time (X-scale) controls. 

 

You may specify an absolute x-scale minimum and maximum or you may toggle ñAutoò or ñRecentò. When 

ñAutoò is checked, the software will use the specified minimum value for the x-scale, but will automatically 

choose a maximum value such that all future data is always on-scale. When ñRecentò is checked, the 

software automatically adjusts the X-scale such that the last x minutes worth of data is always displayed, 

where x is specified in minutes by the ñMinsò control. 

 

  




